A fully automated technique for the extraction and clean-up of low-molecular weight analytes from human serum and urine is presented. Its efficiency for sample clean-up prior to immunological assay is demonstrated for six adrenal and gonadal steroid hormones, calcidiol and the peptide hormones gastrin, insulin and glucagon. A more intensive sample clean-up, which is mandatory for liquid Chromatographie analysis, is reported for serum Cortisol. With the exception of calcidiol, the extraction of steroids is almost complete. Recovery of peptides is about 80% and depends on the nature of the peptide and on proteinanalyte dissociating diluents. Precision of recovery is lower than 7% (CV) for all analytes studied. One hundred serum or urine samples can be cleaned up without loss of efficiency by only one solid-phase cartridge. The technique is in principle applicable to all other analytes with physico-chemical structures similar to the analytes in the present study.
Introduction
The concentration and clean-up of low-concentration analytes from a complex biological matrix is an elemental challenge in many immunological and, particularily, in Chromatographie assays. In the recent past, many techniques have been elaborated that may decrease the labour arid the time iiivolved äs well äs improve the assay speed and reliability of the classical manual extraetion techniques. A considerable step forward was the introduction of commercial mini-column techniques based on the extraction of solutes from solid matrices such äs the "JETUBE" (1), the Extrelut (2-5)> the Sep-Pak (6-7), the Chrom Prep (8) or Carbopack (9) technique. Of these, the Sep-Pak C 18 cartridges seem to be most widely used for rapid sample preparation prior to quantification. The following disadvantages are still inherent in this and all the other solid-phase techniques:
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a) each sample must be manually handled for extractions, b) more complex elution sequences are not practicable, c) the relatively expensive cartridges are generally used in "one^way" mode and d) each new cartridge has to be activated prior to extraction.
We have developed a fully automated sample cleanup procedure, which aims to eliminate most of these disadvantages. We demonstrate its practicability for the clean-up of steroid and peptide hormones from human serum and urine prior to immunological and liquid Chromatographie quantification.
Materials and Methode

Materials
Chemicals
The organic solvente, methanol and acetonitrile, were of analytical grade and purchased from Merck (Darmstadt, FRG). Radioactive steroids and peptide hormones were purchased from DuPont-NEN (Boston, USA). The microprocessor was from Izumi Denki Corp., Osaka, Japan.
Methods
The following analytical Steps are run automatically and are time-controlled by the microprocessor. Step l Urine or serum (0.5 ml) is transfered from the sampler into the sampling loop of the sampling unit by activation of the peristaltic pump (HV1 in position I).
Step 2
The sampling loop is switched into the clean-up unit (HV1 in position II); the pump is activated to deliver water from bottle 1; the sample passes through the Sep-Pak cartridge; all lipophilic compounds are adsorbed and polar compounds are eluted.
Step 3 a) Steroids: For imunoassay purposes, lipophilic cornpounds more polar than steroids are washed out by delivering trifluoroacetic acid solution from bottle 2 for l min, methanol-trifluoroacetic acid (20/80 by vol) from bottle 3 for 2 min and methanol-water (20/80 by vol) from bottle 4 for l min.
For liquid Chromatographie purposes, the cartridge is washed with trifluoroacetic acid from bottle 2 for l min, followed by methanol-NaOH (35/65 by vol) from bottle 5 for 2 min, methanol-HCl (35/65 by vol) from bottle 6 for l min and methanolwater (40/60 by vol) from bottle 7 for l min.
b) Peptides: For immunoassay putpose, all lipophilic compounds more polar than peptide hormones were washed out by delivering trifluoroacetic acid solution from bottle 2 for 2 min followed by methanol-trifluoroaeetic acid from bottle 3 for 2 min.
Step 4 a) Steroids: All steroids are eluted by delivering methanol from bottle 8 for 3 min. b) Peptides: Peptides are eluted by delivering acetonitrile-trifluoroacetic acid (80/20 by vol) from bottle 9 for 3 min.
Step 5
Valve HV2 is switched into position II and acetonitrile-trifluor oacetic acid is delivered from bottle 9 for 2 min. All residual material more lipophilic than the sterpids or peptides is eluted from the cartridge in "back-flush" rriode into the waste.
Step 6
Valve HV2 is switched into position I and pure water is delivered for 2 min to equilibrate the matrix of the cartridge, thereby preparing it for adsorption of the next sample.
Prior to cleanrup of steroids, serum samples were acidified with 100 mmol/1 of HCl (l/l by vol). For peptide clean-up, different dissociating diluents wefe studied. In the recovery studies, all fractions eluting from the cartridge and corresponding to the Steps l to 6 were collected and measured for radioactivity to monitor the coürse of loss of the analytes.
For further imnumological quantification, the steroid-of peptide-containing eluates are rapidly evaporated using a vacuated centrifuge. The residues are redissolved in immunoassay buffer ready for immunological assay.
For liquid Chromatographie assay, the methanolic, steroidcontaining eluate (step4) was evaporated to dryness, redissolved in acetonitrile-water (20/80 by vol) and subjected to high Performance liquid chromatography (HPLC). The following HPLC-system was used: column (250 4mm) packed with , ODS-silica; solvent: a gradient of 20 to 32% acetonitrile in water; flow rate 1.3 ml/min; detection at 254 nm.
Results
The efficiency of the present extraction technique with respect to overall recovery, precision and reliability was studied in serum or urine samples equilibrated with about 180 kBq of tritiated steroid or 125 Ipeptide. Results of recovered radioactivity in the final eluate (step4) are shown in table l and 2. Except for calcidiol, the recovery is almost complete for all steroids studied. The lower recovery of tritiated calcidiol was due to its partial elution during the loading phase of the serum sample (step 2), thus indicating that the acid conditions applied here were insufficient to completely prevent protein-calcidiol binding. However, for all steroids, including calcidiol, precision is such that internal calibration of individual losses is not necessary.
For monitoring overall recovery of peptides, different sample diluents were studied. Although precision of recovery was similar to that found for steroids, absolute recovery depends distinctly on the individual peptide and also on the sample diluent. Thus, for gastrin and glucagon, recovery is highest, when 50 mmol/1 of trifluoroacetic acid is used äs diluent, whereas insulin is maximally recovered, when water is used. Because of the good precision, internal calibration is unnecessary, even for peptide quantification.
Memory effects were studied in water samples run after the clean-up of iodinated insulin and tritiated cortisol. It was found to be less than 0.5%.
The clean-up efficiency for liquid Chromatographie purposes was studied by the extraction of cortisol from a normal serum sample prior to liquid-chromatographic quantification. Figure 2 a depicts the chromatogram obtained after the sample clean-up procedure applied for immunoassay purposes. Under these conditions, the cortisol peak is not clearly distinguishable from unspecifically absorbing compounds. Additional prewashing with alkaline and acidic solvents produces a clearly discernible cortisol peak ( fig. 2b ). This purification effect results from the elimination of ionizable pheiiolic, acidic and basic compounds, finally leaving only neutral substances similar to cortisol on the cartridge. The tüne necessary for cleaning up one sample is 12 min. Thus, in overnight Operation, 120 samples can be processed within one working day.
More than 100 samples, serum or urine, can be cleaned up for immunological assay with a single cartridge, without loss of efficiency. However, when alkaline and acidic solvents are used for washing, only 50 samples can be handled. This is due to slow solvolysis of the silica matrix by the alkaline conditions. The use of alkaline-resistant material, such äs PRP l from Hamilton, may circumvent this effect.
Discussion
Recently, there have been many efforts to automate sample clean-up procedures, especially prior to liquid-chromatographic quantitation (10, 11) . All these techniques are based on the principle of columnswitching inaugurated by Huber et al. (12) and Erni et al. (13) . The most advanced automated Systems developed hitherto are the AASP™ System from Varian Ltd. and the auto-sampling injector from Gilson Ltd.
In the AASP™ System, samples are first loaded and cleaned up on specially designed cartridges using a separate Vac Elut™ module. Thus prepared, the cartridges are then included in the line of an automatic liquid Chromatographie device (14) . For liquid Chromatographie purposes, this System provides the advantage of on-line injection of analytes from an already prepared cartridge. For immunological purposes, it has no significant advantages over the different manual or semi-automated cartridge techniques already widely used. The main disadvantage, both for liquid-chromatographic and immunological purposes, is the one-way use of cartridges, which renders it very costly.
The auto-sampling injector from Gilson Ltd. replaces the sample loop of a normal injector device by a small column thus also allowing the loading of larger samples. The injection column can be used for several injections. However, samples to be injected must be effectively cleaned-up prior to injection. Therefore, crude biological samples^ e. g. 0.5 ml of serum, cannot be processed by this technique.
In principle, the hardware components used in the technology described here are also integrated parts of commercially available Systems, and, in this sense, they are not new. To our knowledge, however, no data have so far been published on the efficiency of an automated technique using regenerated "one-way" cartridges, which can also concomitantly process large volumes of crude biological fluids.
The present sample clean-up technique includes all the advances of these recent automated techniques. In addition, it provides the following further advantages: manual manipulations are reduced to the transfer of the crude or acidified, centrifuged sample into the automatic sampler; the electronicälly controlled unit of the clean-up device provides unattended Operation even overnight; even large amounts of crude samples can be processed; the regeneration of a normal Sep-Pak cartridge provides economical Operation in comparison with the use of the relatively expensive "one-way" cartridges handled either in the manual or automatic mode; the costs of organic solvent necessary for regeneration amount to about 5% of the price of a "one-way" cartridge; the overall recovery and precision is better than those of the manual liquid-liquid and "solid-phase" extraction techniques (l -9) and is equivalent to those of the advanced automatic sampling techniques (10, 11) .
The applicability of the present technique has been studied for steroid and peptide molecules, becaüse these analytes represent a special challenge for sample clean-up. Principally, this clean-up technique is also applicable to all low^molecular weight solutes, which have a significant adsorptivity to reversed-phase matrices. This is the case, for example, in the wide field of drug analysis.
